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Pa%ent	
  History	
  
Male,	
  60	
  years,	
  
Severe	
  COL,	
  	
  
Reduced	
  FEV	
  1,	
  
EF	
  35	
  %,	
  	
  
Diabetes,	
  Hypertension.	
  
Family	
  history	
  of	
  ischemic	
  heart	
  
disease.	
  
Mid	
  LAD	
  stenosis	
  
Os%al	
  LAD	
  stenosis,	
  With	
  plaque	
  in	
  LM	
  
	
  
FFR:	
  0.67	
  (distally	
  LAD)	
  and	
  0.79	
  
(between	
  LM	
  and	
  proximal	
  LAD.)	
  
	
  
Heart	
  team	
  decision:	
  PCI	
  
	
  





The first DES designed 
for large proximal vessels 
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SYNERGY MEGATRON™ 

Purpose-Built BP Stent 

Purpose-built DES 
for large proximal vessels and large vessel bifurcations 
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Mid	
  LAD,	
  Provisional	
  &	
  POT	
  

	
  
	
  



Three	
  wires	
  



LM	
  os%um	
  to	
  LAD,	
  Megatron	
  (3,5	
  X	
  20	
  mm)	
  	
  



1st	
  POT	
  &	
  Kissing	
  



Stent	
  Boost	
  ader	
  1st	
  POT	
  



SYNERGY	
  MEGATRON	
  Pre-­‐dila%on	
  
IVUS	
  Run	
  Proximal	
  Stent	
  



Post	
  dilata%on	
  of	
  LAD	
  (4,0	
  x	
  15	
  NC)	
  



Ader	
  2end	
  POT	
  &	
  Kiss	
  



Final	
  POT	
  



SYNERGY	
  MEGATRON	
  Post-­‐Dila%on	
  
IVUS	
  Run	
  



Ader	
  Final	
  POT	
  



Stent	
  Boost	
  Final	
  Result	
  



Final	
  result	
  


