
 SB PROTECTION WITH NON 
HYDROPHILIC JAILED WIRE	
  

Are	
  the	
  non	
  polimeric/hydrophilic	
  wires	
  the	
  	
  
most	
  resistant	
  to	
  the	
  damage	
  induced	
  by	
  the	
  
jailed	
  technique	
  ?	
  
	
   	
   	
   	
   	
   	
   	
  NO	
  

	
  



NON	
  POLYMER	
  COATED	
  

•  Floppy	
  ATW	
  (Cordis).	
  Sezgin	
  AT.	
  J	
  Invasive	
  Cardiol.	
  2006;18(8):391-­‐2.	
  	
  

•  BMW	
  (AbboH).	
  Bonvini	
  R.	
  Cardiovascular	
  RevascularizaLon	
  Medicine	
  2010;11:262.e7–262.e10	
  

•  BMW	
  (AbboH).	
  Balbi	
  M.	
  Interact	
  Cardiovasc	
  Thorac	
  Surg	
  2010;10:992–4.	
  

•  BMW	
  (AbboH).	
  Burns	
  AT.	
  CatheterizaLon	
  and	
  Cardiovascular	
  IntervenLons	
  75:351–353	
  (2010)	
  

•  BMW	
  (AbboH).	
  Owens	
  CG,EuroIntervenLon	
  2011;7:520–7.	
  	
  

CASE	
  REPORTS	
  OF	
  RUPTURED	
  
	
  JAILED	
  WIRES	
  

POLYMER	
  COATED	
  

•  Hydrophilics	
  wires	
  (in	
  general).	
  Louvard	
  Y.	
  	
  Heart	
  2004;90;713-­‐722	
  

•  Pilot	
  50.	
  Pan	
  M.	
  Percutaneous	
  Cardiac	
  IntervenLons.PCR	
  Publishing.	
  2010.	
  



MILD	
   MODERATE	
  

SEVERE	
  








